Abstract. Several types of filter-based instruments are used to estimate aerosol light absorption coefficients. Two significant results are presented based on Aethalometer measurements at six Arctic station from 2012-2014. First, an alternative method of post-processing the Aethalometer data is presented which reduces measurement noise and lowers the detection limit of the instrument more effectively than boxcar averaging. The biggest benefit of this approach can be achieved if instrument drift is minimized. Moreover, by using an attenuation threshold criterion for data post-processing, the relative uncertainty from the electronic noise the instrument is kept constant. This approach results in a time series with a variable collection time (Δt), but with a constant relative uncertainty with regard to electronic noise in the instrument. An additional advantage of this method is that the detection limit of the instrument will be lowered at small aerosol concentrations at the expense of temporal resolution, whereas there is little to no loss in temporal resolution at high aerosol concentrations (>2.1-6.7 Mm -1 as measured by the Aethalometers). At high aerosol concentrations, minimizing the detection limit of the instrument is less critical. Second, utilizing co-located reference methods of aerosol absorption, a multiple scattering enhancement factor (Cref) of 3.10 specific to low elevation Arctic stations is found.
Introduction
Black carbon (BC) and soot, which originate from incomplete combustion, are particularly potent absorbers of solar radiation and comprise a complex part of the climate system (Bond et al., 2013) .
Light absorbing particles, including BC and soot, influence the aerosol radiative forcing (ARF) by warming the atmosphere, changing the aerosol scattering albedo and potentially altering cloud droplet Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. Tech.
scattering enhancement factor (Cref) value that can be used in almost all of the existing Aethalometer correction schemes available in literature.
Measurements and instruments
The data used in this study comprise three years of measurements (2012) (2013) (2014) at six Arctic stations.
The actual eBC climatology of the stations will be presented in a following paper. Below we provide information about station location, operations and environs as well as the instruments deployed at each site. Each site has at least an Aethalometer (variable models) as well as an additional instrument that has been termed the 'reference absorption instrument' for the purposes of this paper.
Measurement sites

Barrow
The Barrow observatory is located on the northernmost coast of Alaska, just 5 km north-east of the town of Barrow, Alaska (population ~4200) and 2 km from Arctic Ocean coast, at an elevation of 11 m asl, and at coordinates 71.323°N and 156.612°W. The site is primarily influenced by regional air masses originating from the Beaufort Sea, though the station also measures pollution coming from the nearby town. All air masses originating from the direction of the town are marked as contaminated and those data are not used in this analysis.
A 7-wavelength Magee AE31 Aethalometer has been operating at the station since 2010. The reference absorption instrument is the NOAA-built Continuous Light Absorption Photometer (CLAP, ) that has been collecting aerosol absorption data since 2011. Previous descriptions of the aerosol optical property climatology at BRW can be found in Bodhaine (1983) , Bodhaine (1995) and Delene and Ogren (2002) .
Alert
Alert is located in Nunavut, Canada, 12 km west of Cape Sheridan, at 82.492° N and 62.508° W, and at an elevation of 8 m asl. The monitoring station is operated by Environment and Climate Change Canada. Alert is the northernmost site of those analysed here, located just 817km from the North Pole.
Given the remote location, the aerosols there are not heavily influenced by human populations. The site is near the coast, which is ice covered in the winter, but turns to open ocean during summer. A 7-wavelength Magee AE31 Aethalometer has been running at Alert from 2008-present. Reference absorption measurements were made with a 3-wavelength PSAP from 2007-present. More information on black carbon measurements at Alert can be found in Sharma et al. (2002) .
Summit
The monitoring station at Summit, Greenland is located at 72.580° N and 38.480° W, and at 3216 m Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. Tech. 
Zeppelin
The Zeppelin Mountain observatory is located at 475 m asl near the small research village of NyÅlesund on the island of Svalbard at 78.907° N and 11.889° E. The monitoring station is owned by the Norwegian Polar Institute and operated by the Norwegian Institute for Air Research (NILU), and the most recent version of the station building was established in the year 2000. The site is typically located above the inversion layer, and thus measures air masses with minimal contamination. The observatory has long-term measurements of equivalent black carbon with Magee Aethalometers, namely AE9 from 1998-1999 and AE31 from 2001 to present (Eleftheriadis et al., 2009) , and reference absorption measurements with a 1-wavelength PSAP.
Pallas
The Pallas measurement station is located in the Finnish Arctic in the Municipality of Muonio. The measurement station is operated by the Finnish Meteorological Institute. The main measurement building housing the instruments used in this study is located on top of the Sammaltunturi fell. The top of the fell is at an altitude of 565 m asl and above the tree line. The coordinates of the station are 67.973°N 24.116°E. There are no major local sources close to the station and the surrounding terrain is forested, consisting of pine, spruce and birch trees in addition to barren fells.
The 7-wavelength Magee AE31 Aethalometer is connected to the total aerosol inlet which is heated in order to lower the relative humidity (RH) and causes cloud drops to evaporate. The reference absorption instrument is a MAAP (Thermo Scientific, model 5012). The MAAP is connected to a heated PM2.5 inlet to lower the relative humidity. The different size cuts of the instruments could bias the Aethalometer towards higher absorption coefficients than the MAAP. A more thorough description of the site is provided by Hatakka et al. (2003) .
Tiksi
The Tiksi measurement station is located in northern Siberia in Russia. The station is located 500 metres from the coast of the Laptev Sea at an altitude of 30 m asl at 71.596° N 128.889° E. The site is surrounded by tundra. The station is a cooperation between Russian Federation's Roshydromet, the U.S. National Oceanic and Atmospheric Administration, the U.S. National Science Foundation, and Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. Tech. Published: 8 December 2016 c Author(s) 2016. CC-BY 3.0 License.
the Finnish Meteorological Institute. The station is located ≈4 km south of the town of Tiksi, which comprises the sole local source of local air pollution. The data were screened using local wind direction and aerosol size distribution data to omit local pollution from the town (Asmi et al., 2015) .
The measurement instruments used in this study consist of a 7-wavelength Aethalometer (Magee model AE31) and a MAAP (model 5012). The instruments are connected to a PM10 inlet with selfregulating heating to avoid the build-up of ice on the inlet. By raising the temperature of the sample air to room temperature the sample RH is kept below 30% (Asmi et al., 2015) .
Data processing
The Aethalometer
The Aethalometer theory of operation relies on the measurement of light transmitted through a fibrefilter as aerosol particles are collected on the filter. The filter is illuminated by a light source from one side with the detectors located on the other side of the filter. Initially, when no aerosol particles have been deposited onto the filter, light is transmitted through the filter with an intensity I0. Then, when aerosol particles deposit onto the filter, the intensity drops to I. The Aethalometer calculates, and reports, filter attenuation (ATN) as described in Eq. (1) (e.g. Weingartner et al., 2003) .
ATN=−100 ln
The term I/I0 represents the transmission of light through the filter and is referred to as the filter transmittance. The factor of 100 in Eq. (1) is there for numerical convenience and will for this reason also be included throughout this work. The uncorrected light absorption coefficient (σ0) can be written in the form (e.g. Weingartner et al., 2003) 
In Eq. (2), A is the filter spot size area, Q is the sample flow rate, and Δt is the time between the intensity measurements. The term ΔATN is the change in ATN over the time Δt, which is here called the collection time. When the fibre-filter is loaded with aerosol and the ATN over the filter has dropped too much, the filter spot needs to be changed. In the Aethalometer, filter changes can be set to occur automatically at an ATN value set by the operator. Alternatively, the filter can be set to change after a given time.
Although the Aethalometer actually measures uncorrected light absorption coefficients (σ0), the instrument output is equivalent black carbon (eBC) mass concentration (Petzold et al., 2013) . The conversion from σ0 to eBC is done using a wavelength-dependent mass attenuation cross-section (MACAE) which is calculated using 14625/λ m 2 g -1 (e.g. Arnott et al., 2005) , where λ is the wavelength of light in nanometres.
The firmware of the Aethalometer uses an internal collection time Δt which is 2 ≤ Δt ≤ 5 min. This is Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. the inner data processing cycle of the AE31 Aethalometer. Any longer averaging times set by the operator will commence an outer cycle, which will average the readings obtained during the inner cycle. Therefore, the averaging time (tavg) that can be set for the instrument by the operator is restricted to multiples of 5 minutes. In other words, the output of the outer cycle is an average of the inner cycle with a Δt of 5 min. This is not always ideal since at very pristine sites a collection time of 5 min is not long enough resulting in noisy data.
Choosing a longer averaging time (the so-called outer cycle) will reduce noise and, therefore, the detection limit of the instrument, at a rate of tavg -0.5 . Increasing tavg, however, results in a reduction of temporal resolution. Moreover, when tavg > Δt the instrument output can no longer be reproduced using Eq. (2) since the data that comprise the inner cycle are no longer reported by the instrument. Thus, the greatest versatility of post-processing can be achieved when tavg is equal to Δt; i.e. tavg ≤ 5 min for the Aethalometers in this study.
One can circumvent the outer cycle by data post-processing, and achieve a lower detection limit.
Included in the standard long-format output of the AE31 and AE16 Aethalometer models are the ATN values at the end of the averaging period, along with the aerosol flow rate. Thus, the standard output data can be used to post-process the data using Eq. (2) for an arbitrary value of Δt; i.e. an arbitrary collection time). The term ΔATN is then simply the change in ATN from the time t to t+Δt; i.e.
ΔATN=ATNt+Δt -ATNt.
The benefit of this post-processing approach is that the approach reduces noise better than the boxcar averaging of the firmware. This is discussed and shown further on. This approach for reducing noise in
Aethalometer measurements was originally suggested by Hagler et al. (2011) . In their work, a ΔATN change was used as a criterion for boxcar averaging whereas, here, ΔATN is used in the calculations.
Previous work using a PSAP has shown that the collection time approach can greatly reduce the noise of filter attenuation measurements (Springston and Sedlacek, 2007) to produce a time series with an adaptive collection time (Hagler et al., 2007) . In this work, the method is elaborated on using uncertainty analysis, and specifically for Aethalometers.
Aethalometer multiple scattering correction
As the name suggests, σ0 is not the actual light aerosol absorption coefficient of the initially suspended particles. When aerosol particles deposit onto a filter, they will inevitably interact with the filter. The realisation of this has resulted in a variety of different data-processing correction schemes for the Aethalometer Collaud Coen et al., 2010; Schmid et al., 2006; Virkkula et al., 2007; Weingartner et al., 2003) . The purpose of these corrections is to derive the actual light absorption coefficient σap of the suspended particles devoid of filter-induced artefacts.
A fundamental part of these corrections have been the so-called multiple scattering enhancement 
is essentially the amount of light absorption increase caused by the particle-filter interaction after the particles are no longer suspended in air and are deposited on the filter (Weingartner et al., 2003) .
Because of multiple scattering, a particle that has deposited onto or into a filter will be subject to noncollimated light. When embedded in a fibre-filter, light absorbing aerosol particles will absorb more light in the diffuse-light environment in the filter. The diffuse-light environment is due to light being scattered multiple times from fibre to fibre. This effect will diminish as the filter gets loaded with aerosol particles and the optical path of the light through the filter is reduced due to absorbing aerosol particles intersecting scattered light by the fibres.
Furthermore, scattering aerosol will also influence the instrument response; this effect is often named apparent absorption. The apparent absorption requires a scattering correction, which often is done by subtracting a fixed portion of the scattering coefficients from the absorption coefficients. The intention here is not to add another correction scheme to the literature, but rather to focus on the Cref value utilized in the existing corrections.
Reference instruments
The Arctic sites in this study were chosen based on the criterion that they all have Aethalometers and an additional reference instrument measuring light absorption coefficients. These additional instruments consist of either a MAAP, PSAP, or CLAP. These instruments will serve as the reference instrument needed to calculate the Cref for the sites, i.e. they will provide σap in Eq. (3).
The MAAP is a filter-based absorption instrument that, in addition to transmittance measurements through the filter, also measures the back-scattered light at two angles (Petzold and Schönlinner, 2004) . This allows for a radiative transfer scheme to be applied since the back-scattered light at multiple angles allows for the distinction between diffusely scattered light and Gaussian scattered light. This information is then used to calculate the diffuse fraction of light scattered back by the filter in order to account for multiple scattering and apparent absorption effects.
The PSAP and CLAP instruments measure transmission, and therefore are based on Eqs (1) and (2).
Both instruments use the same type of filter and the optical design of the CLAP is very similar to the PSAP. The CLAP differs from the PSAP in that instead of a single sample spot on a 10 mm filter, it has 8 sample spots on a 47 mm filter. Solenoid valves are used to switch to the next sample spot once the filter transmittance reaches 0.7. Thus, the CLAP can run 8x as long as the PSAP before requiring a filter change, ideal for remote sites that are not visited daily. The PSAP and CLAP data used in this study were corrected using the Bond et al. (1999) scattering coefficients (e.g., from nephelometers). At all sites in this paper where light scattering coefficients were needed to correct the PSAP and CLAP the light scattering was measured by TSI nephelometers (TSI Inc, model 3563, Anderson and Ogren, 1998) .
It should be noted that none of the filter-changes for any of the instruments can be considered to be synchronized with each other, e.g., the PSAP filter is not changed at the same time as an Aethalometer tape advance. Thus, when comparing a reference instrument to an Aethalometer, using the whole time series, any remaining cross sensitivity to the state of the filter on a reference instrument will represent the mean or median bias.
Because the reference instruments operate at different wavelengths than the Aethalometers, Ångström exponents (α) were used to interpolate or extrapolate data to a matching wavelength; α were also used to match nephelometer wavelength to reference absorption wavelengths when using the correction schemes. The Ångström exponent was calculated as follows
where σ1 and σ2 represent absorption or scattering coefficients at their respective wavelengths λ1 and λ2. Using α, the absorption coefficient (σx) can be calculated for a desired wavelength λx using
Using Eqs (4) and (5), the Aethalometer data was interpolated to the wavelengths 467, 525, and 637.
The reference absorption instruments that did not already measure at these wavelengths were also interpolated these three wavelengths. The one wavelength Aaethalometer at Summit was interpolated from 880 nm to 637 nm using a α of -1 in Eq. (5).
Aethalometer uncertainty analysis
In order to investigate how the collection time approach can improve the Aethalometer measurements, the measurement uncertainties must be known. By applying the equation for the propagation of uncertainty for uncorrelated variables
to Eq. (2), the relative uncertainty of the measurements can be solved. In Eq. (6), xi represents the independent variables, ΔATN, A, Q, and Δt of Eq. (2) and δxi represents their uncertainties.
However, the uncertainty in ΔATN has more than one component. Therefore, prior to applying Eq. (6) to Eq. (2) Thus, ΔATN has been decomposed into ΔATN=ΔATNND+kDΔt. Substituting the total change in ΔATN with ΔATNND+kDΔt into Eq. (2) and applying uncertainty propagation (Eq. 6) yields after some
Note that the term δΔt has been dropped here since any normal drift in the clock can be neglected.
The determination of both δA and δQ is to some extent dependent on the instrument operator. The term δA can be estimated using a magnifier glass with a scale or digital image analysis to measure the area of the sample spot. Here we will assume that the filter size area can be determined with a 2% uncertainty using digital image analysis.
The value of δQ comes from both the accuracy of the calibration and the performance of the flow controller of the instrument. The uncertainty of the flow meter (Sierra Instruments, Model 824-RFQ-2430) is reported (by the manufacturer) to be 1.5%, which is what will be assumed here. The flow measured by the flow meter is not the exact flow that enters the instrument since there is also a lateral flow through the fibre-filter. The lateral flow will bias the internal flow meter readings towards higher values than the actual flow entering the system. The lateral flow is likely to be a function of the pressure difference between the sampling line and the room air, which further adds to the uncertainty in the flow rate.
The drift term (δkD/kD) 2 of Eq. (7) is the most demanding to assess as it may vary greatly from station to station for a number of reasons. Drift can be expected to ensue from changes in temperature or relative humidity, changes in lateral flow due to pressure changes in the sampling line, changes in semi-volatile constituents that have deposited onto the filter, etc. Moreover, lateral flow can influence both the signal and reference detectors, and thus ATN, through deposition of aerosol particles that do not originate from the sample air stream. The sources that contribute to drift, and the impact of drift on instrument performance, is best studied under controlled conditions in a laboratory. Therefore, drift will largely be omitted in the uncertainty analysis and discussed on the basis of observations.
By substituting δQ in Eq. (7) with the flow rate uncertainty (fq) as a fraction of the total flow Q, the term δQ² becomes (fqQ) 2 . Equivalently, if the uncertainty of the spot size area (fa) is a fraction of the total area A, the term δA² becomes (faA) 2 . Equation (7) then becomes
Because the drift term has been left out Eq. (8) the electronics in the instrument. The relative uncertainty of δΔATNND/ΔATNND can be expressed in terms of measurement-derived values using particle free air as
In Eq. (9), δσ0,air is the standard deviation of σ0 at the time resolution of Δtair. When determining δσ0,air, Δtair should be short so that Δtair is the same as the inner cycle for the Aethalometer. Similarly, ΔATNND
can be written as a function of σ0 and substituted into Eq. (9) which yields
It is often desirable to know the absolute uncertainty (δσ0) of the measurement in units of the quantity measured. Eq. (10) then becomes
Equation (11) implies that the absolute uncertainty of the Aethalometer scales proportionally to Δt -1 when post-processing using Eq. (2) for a fixed ∆ATN and no drift; note that σ0 inside the square root contains Δt -1 . Solving δσ0 from Eq. (8) yields the same conclusion.
The Δt -1 dependency can be verified by measuring particle free air. First a time series of measurements on particle free air is needed. This was obtained by measuring particle free laboratory air with an absolute filter on the inlet of an Aethalometer and logging the extended format of the Aethalometer.
Then the drift in ATN was removed by subtracting a running mean of three points producing from the reported ATN values yielding a time series of ATN free of drift (ATNND). Figure (2) shows that when the drift is removed the absolute uncertainty δσ0 follows the predicted Δt -1
relationship. The logarithmic curve fit for the drift free δσ0 as a function of Δt gives a slope of -1.026.
When the drift is not removed, using the running mean method described before, the slope becomes -0.446. The difference is arguably due to drift. Also shown in the figure is δσ0 of boxcar averaged σ0
converted from the eBC output of the instrument as σ0=MACAE·eBC. The same time intervals were used for boxcar averaging (tavg) as was used for Δt.
Measurement results
Measured uncertainties
Aethalometers that are deployed in clean environments can appear at times to just be reporting noise.
By simple data post-processing, the signal can be extracted with a greater accuracy, albeit at the expense of temporal resolution (Hagler et al., 2011) . This can be done by allowing for a temporal resolution that matches the concentration of species that creates the instrument response, namely the change in ATN, by choosing a constant relative uncertainty (Eq. 8). Equation (8) states that when fq and fa are constant, the relative uncertainty depends on the change in filter attenuation (Δ ATNND). This fact can be used to produce a time series with a constant relative uncertainty.
However, it should be acknowledged that there is an additional uncertainty due to instrument drift but in principle a constant uncertainty could also be achieved using Eq. (7). That would require a thorough investigation into the sources for the drift and how they vary between stations, not feasible in this study given the remote locations of the stations. However, based on the laboratory measurements the drift can be significant on a time scale from hours to days. When the aim is to determine the drift at a station, the absolute filter should be attached to the sampling line to capture the pressure changes in the sampling line relative to ambient pressure, changes in relative humidity, for different aerosol types and filter loadings, and light absorption coefficients of the air that constitute the lateral flow through the instrument.
The measurement uncertainty for the six Aethalometers at the respective stations were determined by measuring particle free air. For all stations except Alert, particle free air was sampled for at least 24 hours with an absolute filter connected to the instrument inlet. These measurements are shown in Fig. (3) at a wavelength of 590 nm (Summit 880 nm). For Alert, the particle free air was sampled for a few hours per week comprising 4 days of data in total. different sites) can be very different. Based on the figure, it is not enough to conduct measurements on particle free air for a few hours in order to assess the instrument performance at the site. Filtered air measurements should instead be performed over a period of 24 hours, or more. These measurements should be conducted on a pristine filter to minimize the influence of semi-volatile constituents that have deposited onto the filter Lack et al., 2008) .
For reference, a linear drift of ΔATND = 1.0 in 24 hours is shown in Fig. (3) which corresponds to a σ0 value of 0.07 Mm -1 when using Q=5 lpm, A=0.5 cm 2
, and Δt=24 h. The consequence of a linear drift of 1.0 in 24 hours would also set the lowest value possible to achieve. As can be seen from the inserts of Fig. (1) , ATND need not be increasing all the time, and thus lower values of σ0 are possible to achieve during periods with little drift. It should be mentioned that this drift will also affect the eBC concentrations reported by the instrument. For the five instruments evaluated here, the drift uncertainty is seen in Fig. (2) to be roughly 0.01-0.1 Mm -1 .
The standard deviations of the ΔATNND measurements made with an absolute filter in-line are shown in Table 1 . Because the only wavelength dependent variable in Eq. (8) is δΔATNND, the change in the ΔATN measurements with respect to wavelength will also be the sole source of the difference in the relative uncertainty between different wavelengths. The values that describe the relative uncertainty in in terms of Δt and σ0 (Eq. 10) are presented in Table 2 . for reference using Q=5 lpm, A=0.5 cm 2 , and Δt=60 min.
Implicit from both Fig. (4) and Eq. (8), is that the relative uncertainty of the instrument changes with the aerosol concentration when using a fixed Δt; for a fixed Δt, ΔATN will change according to the concentration. The equation for the relative uncertainty (Eq. 8) can be used as a criterion to achieve a more constant level of uncertainty which was not captured when the method was introduced by Hagler et al. (2011) . This can either be determined from Fig. (4) directly, or calculated from Eq. (8) after the term δΔATNND has been determined.
One way to characterize the performance of an Aethalometer is to calculate the ΔATN value at which the flow (fq) and spot size (fa) uncertainties together are equally important as the ΔATN uncertainties. This is shown in (Fig. 4) . Here, a criterion of ΔATN ≥ 2 was used in the post-processing of the data to also allow for a lower detection limit in the boxcar averaged reference data that is discussed in the next section.
For the sake of simplicity, this criterion was only applied to the middle wavelength of the Aethalometer (590 nm). If the criterion were to be applied to all wavelengths, one would end up with seven time series for each instrument, with different timestamps. That could make further data analysis unnecessarily convoluted. It is worth pointing out that if the data set being analysed is going to be averaged, then the ATN values included with the averaged data set should not be averaged-an averaged ATN would make Δt less well-defined. Instead, either the first or the last ATN value during the averaging period should be incorporated into the averaged data set.
The time series of the one hour boxcar averaged Aethalometer data is show in Fig. (5) . The time series of the adaptive collection time is shown in Fig. (6) . When using the adaptive collection time, it is clear that when the absorption coefficient is low, the time resolution is low. At higher absorption coefficients, the time resolution is better. This is desirable since it means that at high concentrations of light absorbing aerosol particles there is no loss in temporal resolution whereas at low concentrations, this adaptive method is capable of reaching lower detection limits quicker than boxcar averaging when drift is minimal.
Comparing Figs (5) and (6), it is clear that the adaptive collection time approach is to be favoured when σap<0.1 Mm -1 because of instrument noise. In Fig. (5) , it is shown that at low σap the one hour averages of the data set are clearly more scattered than when using the adaptive collection time method when σap is low (Fig. 6 ). Since the y-scale of Fig. (5) is logarithmic, negative values are not shown, although they are still present in the one hour averaged time series. By definition, the adaptive collection time approach will not produce negative σ0 values since ΔATN is always positive.
In fact, for the measurements studied here, when the σ0 is above 2.1-6.7 Mm -1 , there is no loss in the temporal resolution in the one hour averaged data of Fig. (5) . The range in σ0 is due to the fact that the different Aethalometers at these 6 Arctic sites are operated at different flow rates. Figure (7) shows histograms of Δt for the different stations using the adaptive collection time approach.
Figure (6) shows values that are lower than the example drift in ΔATN=1.0 in 24 hours (Fig. 3) , which implies that there are periods where the drift can be substantially lower. In Figs (5) and (6), the σap values come from σ0 values that have been corrected for multiple scattering correction using a Cref value of 3.10 as discussed in the next section. Thus, the drift uncertainty seen in Fig ( 3) becomes 0.003-0.03 Mm -1 after multiple scattering correction is applied. (3), where σap is the absorption coefficient from the reference absorption instrument and σ0 is the uncorrected absorption coefficient obtained from the Aethalometer using Eq (2). Equation (3) is the same as Eq. (11) in Weingartner et al. (2003) , with the exception that here σ0 is not the value at an ATN value of 10, but for the full range of ATN values.
Multiple scattering enhancement in the Arctic
There are several possible issues with the derivation of Cref values presented here. First, in this study, the reference absorption measurements also rely on measurements using filter-based absorption measurements-it remains unclear to which extent this will affect the absolute values of Cref because no absorption standard measurements were available at the sites. However, since the filter changes of the different instruments are not synchronized, and because the data sets cover three years at each site, it can be assumed that there is very little coincidence with respect to filter loading effects. Thus, the
Cref values presented here should represent typical values for the different sites. Second, the flow rates of the different instruments differ which can affect the Cref values due to different penetration depths (Lack et al., 2009; Nakayama et al., 2010) . Third, it has to be acknowledged that there can be a bias in the absolute Cref values because of imperfect corrections of filter artefacts in the reference instruments (Backman et al., 2014; Müller et al., 2011) . However, this bias should not substantially alter the ATN dependency because filter changes were not performed in sync.For a pristine filter, the sole artefact should be Cref (Collaud Coen et al., 2010) . As the filter gets loaded with aerosol particles, loading effects comes in to play. These loading effects change between the filter spots depending on the optical properties of the aerosol that is being deposited on that particular spot (Virkkula et al., 2015) , and even during sampling on the same spot (Drinovec et al., 2015) .
Such detailed analysis of filter loading effects is not feasible with this data set since it would require data with a high temporal resolution and preferably concurrent non-filter-based light absorption measurements. In general, the goodness of evaluation for all filter-based light absorption measurements should be continuous light absorption coefficients over filter spot changes so that a filter spot change would go unnoticed; this should hold true for all aerosol types and loadings. This means that there would not be an ATN dependency when compared to non-filter-based light absorption measurements.
It has been shown that published Aethalometer correction algorithms, which aim to compensate for filter loading and multiple scattering effects, do not necessarily remove the ATN dependence when applied on data from different stations (Fig. 4 in Collaud Coen et al., 2010) . Again, the aim is not to add another correction algorithm to literature. Instead, the Cref values presented here should be interpreted as a means to make Aethalometers in the Arctic more inter-comparable by introducing a
Cref value for the Arctic using the reference instruments at hand.
Figure (8) shows the calculated Cref values as a function of ATN for the six Arctic sites. Since the data depicted in Fig. (8) were produced using a concentration-adapted collection time, the statistics in the figure were calculated using a collection time weighted percentile (Hyndman and Fan, 1996) . Without this weighting, the statistics would have effectively been concentration weighted. In general, Tiksi and Pallas show the highest Cref values, whereas Summit shows the lowest. Summit stands out as an outlier in Fig. (8) ; it is the station at the highest elevation and uses 1-wavelength Aethalometer (880 nm). The Summit Aethalometer data were interpolated to a wavelength of 637 nm using a λ -1 wavelength dependence. A summary of the different Cref values calculated for the stations is presented in Table 5 .
In addition to the different Cref values observed over the ATN range in Fig. (8) , there are other differences among stations. Some of the Cref values decrease as a function of ATN. In the ATN range of 0-10, the median Cref values for Alert and Tiksi are larger than at the other stations, but at higher ATN, the Alert and Tiksi Cref values decrease. This is expected behaviour and is due to the filter loading effect causing a decrease in Aethalometer sensitivity. However, a decrease in Cref with ATN is barely noticeable for the Barrow and Zeppelin data sets, although the variation in Cref at Zeppelin makes the trend-or lack thereof-less clear.
Again, Summit shows a different behaviour altogether. As the filter ATN increases, so do the Cref values. This is contrary to the expected behaviour of the filter loading effect in which loading generally decreases the sensitivity of a filter-based absorption measurement technique Virkkula et al., 2007) . The filter loading effect is most pronounced for an aerosol with a low single-scattering albedo (ω0) . ω0 is defined as the ratio of light-scattering (σsp) to light extinction (σsp+σap); ω0= σsp/(σsp+σap). The fact that Summit does not follow this trend suggests that the aerosol optical properties of Summit are different in relation to the other stations. The different behaviour, however, does not seem to be related to ω0 as the ω0 of Summit does not stand out.
The difference could be due to different asymmetry parameter or size distribution of the aerosol at Summit. The Pallas Aethalometer was operated with a filter change interval of 8 hours for most of the time, and therefore there are very few data points with an ATN above 10. Hence, it is questionable if there are enough data points to be able to draw conclusions about a trend in the Cref and ATN relationship at Pallas.
In the upper part of wavelengths. In the table, the Aethalometer data were interpolated using Ångström exponents to match the wavelength of the reference instruments using Eqs (4) and (5). It cannot be ruled out that the low variability in Cref with wavelength is a consequence of the reference instruments used. However, longterm measurements of aerosol absorption from non-filter-based measurement instruments co-located with Aethalometer measurements are not available in the Arctic. The lower part of Table 5 before. In the figure, in addition to the weighted median value of 3.10, the slope of the bivariate fit is also shown. The fit was performed using bivariate regression with the averaging time as weights (Cantrell 2008) . The slope of the bivariate regression becomes 3.24. Both the regression method and the weighted median method yield values that are within 5% of each other. The systematic root-meansquare error (RMSE) was calculated from the predicted σ0 using the results from the regression, which becomes 0.81 Mm -1 . The standard deviation (STD) was calculated using the standard error (SE) of the bivariate fit and the number of data points (n) as STD = SE·√n = 1. 
Conclusions
In clean environments, such as in the Arctic during summer months, measurements of aerosol light absorption coefficients can be below the detection limit of the instrument. Symptomatically, it is not uncommon to encounter measurements reporting negative equivalent black carbon concentrations or light absorption coefficients. These values are without physical meaning and originate from instrument Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. Here a post-processing method for Aethalometer data based on collection time is elaborated on. This post-processing approach allows for an arbitrary collection time Δt, which lowers the electronic noise of the Aethalometer proportionally to Δt -1 . In comparison, boxcar averaging lowers the noise proportional to tavg -0.5 . The greatest benefit of this approach can be achieved when drift in the Aethalometer ATN measurements is minimized.
The noise characteristics of Aethalometers are best estimated using measurements of particle free air.
Based on these measurements, it is recommended that particle free air measurements should be conducted for at least 24 hours, or more. Furthermore, the absolute filter used for particle free air measurements should be connected between the instrument and the sampling line from which the sample is drawn during normal operation. From these data, the electronic noise and drift can be evaluated.
The uncertainty analysis showed that the collection time approach can be used with a simple criterion that keeps the signal-to-noise ratio constant, namely that the post processing calculations are invoked once the filter attenuation of the instrument has changed by more than ΔATN. This criterion will cause the collection time to vary according to the concentration of absorbing aerosol particles. The collection time approach was applied to Aethalometer data from 6 Arctic monitoring sites using ΔATN ≥ 2.
In addition, using co-located 'reference' absorption measurements at each site, an Arctic specific multiple scattering enhancement factor (Cref) was calculated using the collection time approach as described above. For all wavelengths, and all low-altitude Arctic stations (i.e., all stations except Summit), the median Cref value was calculated to be 3.10. 
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Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 Discuss., doi:10.5194/amt- -294, 2016 Manuscript under review for journal Atmos. Meas. Tech. Atmos. Meas. Tech. Discuss., doi:10.5194/amt-2016 -294, 2016 Manuscript under review for journal Atmos. Meas. Tech. Standard deviation of uncorrected light absorption coefficients (δσ0) when measuring particle free air as a function of collection time (Δt) with drift and without drift in the data. The tavg curve is calculated from eBC data as reported by the instrument and converted to σ0 using a MACAE of 28.13 m 2 g -1 . The wavelength used to produce the figure is 520 nm.
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Figure 3:
The drift in ATN (ATND) during measurements of particle free air at five arctic station. The linear drift shown in the figure corresponds to a σ0 value of 0.07 Mm -1 when Q= 5 lpm, A=0.5 cm 2 , and the drift in ATN is 1 in 24 hours. In the figure, ATND has been forced to begin at 0% for easier comparison.
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Figure 9: The figure shows the uncorrected absorption coefficients (σ0) as a function of reference absorption coefficients (σap) including all available wavelengths and all stations; except for Summit. To this data, using bivariate regression, a first order polynomial was fitted using averaging times as weights; shown as a dotted line. The solid line marks the weighted median Cref value of 3.10. In the figure, RMSE stands for systematic root-mean-square error and STD for standard deviation. The standard deviation was calculated using the standard error (SE) of the fit and number of data points (n) as STD=SE·√n. R 2 is the correlation coefficient.
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